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Nitrogen-vacancy centers in diamond are attractive as quantum sensors owing to their remarkable optical and spin
properties under ambient conditions. Here we experimentally demonstrated a hybrid fiber-based thermometer coupled
with nitrogen-vacancy center ensemble and a permanent magnet, where the temperature sensitivity was improved by
converting the temperature variation to the magnetic field change based on the thermal-demagnetization of the perma-
nent magnet. We have achieved both large temperature working range (room temperature to 373 K) and millikelvin
sensitivity (1.6 mK/
√
Hz), nearly 6-fold improvement compared with conventional technique. This stable and compact
hybrid thermometer will enable a wide range of applications for large-area detection and imaging with high temperature
sensitivity.
A stable and compact thermometer capable of millikelvin
resolution over a large temperature range could provide a
powerful tool in many areas of physical, chemical, and bi-
ological researches1. Lots of promising approaches to lo-
cal temperature sensing are being explored at present, in-
cluding Raman spectroscopy2, scanning probe microscopy3,
and fluorescence-based measuremnets4 using nanoparticles
and organicdyes5. However, many of these methods are lim-
ited by drawbacks such as low sensitivity and systematic er-
rors due to fluctuations in the fluorescence rate and the local
environment1,6.
In recent years, the negatively charged nitrogen-vacancy
(NV) center, a point defect in diamond, provides a promis-
ing system to realize practical quantum devices which have
been successfully applied to a wide range of applications in
quantum information processing and sensing in both physical
and life sciences7. These applications of the NV center are
based upon its remarkable optical and spin properties: bright
optical fluorescence, long-lived spin coherence, and mature
optical polarization and readout at room temperature8. For the
NV-based temperature sensing, the techniques with modified
spin-echo sequence1 and high-order Carr-Purcell-Meiboom-
Gill method9,10 have achieved a sensitivity of 10 mK/
√
Hz.
A nano-thermometer composed of NV centers and a magnetic
nanoparticle has been experimentally demonstrated11, where
an optimal temperature sensitivity of 3 mK/
√
Hz has been ob-
tained by the critical magnetization of the magnetic nanoparti-
cle near Cuire temperature. Moreover, the recently developed
fiber-optic probes coupled with NV centers were shown to en-
able a temperature measurement with a 20 mK accuracy using
optically detected magnetic resonance (ODMR)12–14.
In order to further enhance the sensitivity of the NV ther-
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mometer for practical application, here, we proposed a hy-
brid fiber-based thermometer coupled with NV center ensem-
bles and a permanent magnet. By converting the tempera-
ture variation to a magnetic field change11,15 of the permanent
magnet, this thermometer can achieve a high sensitivity of
1.6 mK/
√
Hz and a large temperature working range, where
the permanent magnet is served as a transducer and amplifier
of the local temperature variation owing to its temperature-
dependent magnetisation11,16.
We used a homebuild fiber system and a microwave system
to excite and detect the NV centers. A bulk diamond with
the size of 1×1×1 mm3 was attached on the tip of a multi-
mode optical fiber with a core diameter of 100 µm using UV
Laser
Mirror
PC
MW Source
SPCM
DM
Attenuator
647nm
LP
Multible fiber
N
S
Permanent 
magnet
Bulk 
diamond
MW 
antenna
(a) (b)
(c)
Fiber
Fiber collimator
FIG. 1. (a) The schematic of hybrid fiber-optical thermometer setup.
SPCM, single photon counting module; DM, long pass dichroic mir-
rors with edge wavelength of 536.8 nm. (b) A single crystal bulk
diamond was attached on the tip of a multi-mode optical fiber. The
cylindrical permanent magnet provided a magnetic field along [100]
crystallographic direction. (c) Picture of the bulk diamond attached
to the tip of a multi-mode optical fiber.
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2curing glue, as shown in Fig.1. The NV center ensembles in
diamond (100) grown by plasma assisted chemical vapor de-
position consisted of a [N]≈ 40 ppm and [NV−]≈ 0.15 ppm.
In the experiment, the fiber delivered the 532 nm laser to ex-
cite NV centers. Collected by the same fiber, the photolumi-
nescence (PL) from the NV center ensemble passed through
a 647 nm long pass filter and an attenuator. Finally, it was
detected by single photon counting module. Microwave was
delivered by a printed circuit board with optical fiber fixed on
it. The cylindrical Neodymium-Iron-Boron (NdFeB) perma-
nent (3 mm × 15 mm) provided a bias magnetic field along
the [100] axis of the diamond, as shown in Fig.1(b) and (c).
The magnetic field was projected equally onto all four orienta-
tions, resulting in a two-dip high contrast ODMR signal. The
permanent magnet has a specified temperature coefficient α0
of the magnetisation M(T ) around room temperature which
can be defined as
α0 =
1
M(T )
∂M(T )
∂T
≈ 1
B(T )
∂B(T )
∂T
, (1)
where B(T ) is the magnetic field, and α0 can be regarded as a
constant at room temperature to 373 K for this type of perma-
nent magnet11,16–19.
The negatively charged NV center in diamond consists of a
substitutional nitrogen associated with a vacancy in an adja-
cent lattice site of the diamond crystal. This defect exhibits
an efficient and photostable red PL, which enables optical
detection at room temperature20. The ground state is a spin
triplet with 3A2 symmetry including a singlet state ms = 0 and
a doublet state ms=±1 separated by a temperature-dependent
zero-field splitting (ZFS) D = 2.87 GHz in the absence of
magnetic field. Applying a static magnetic field along the NV
axis leads to a splitting of ms =−1 and ms =+1 states. More-
over, the ground states are coupled to a spin triplet excited
state 3E2 using green light (532 nm)21,22.
Considering the temperature effect, the spin Hamiltonian of
the ground state23 can be written as
HNV ≈ D(T )S2z +E(S2x −S2y)+ γeB(T ) ·S. (2)
Here, S is the electronic spin operator. E represents the
local strain in the diamond which is almost temperature-
independent24. B(T ) is the applied magnetic field, and γe =
2.8 MHz/G. Assuming that D γeB, the changing tempera-
ture δT of the diamond results in a transition frequencies shift
δ f , which can be described as
δ f ≈ {∂D(T )
∂T
+[3(γesin(θ))2
B(T)
D(T)
± γecos(θ)] · ∂B(T)∂T }δT,
(3)
where θ is the angle between magnetic field B and NV axis.
∂B(T)/∂T is the responsibility to the temperature shifts of the
permanent magnet.
In the experiment, we executed the temperature measure-
ments with two schemes. The first measurement was per-
formed in the absence of the bias magnetic field (B = 0 G). It
focused on the precise measurement of the ZFS shift with tem-
perature. Hence Eq.(3) becomes δ f ≈ ∂D(T )∂T δT . In the sec-
ond measurement, we applied a temperature-dependent bias
FIG. 2. Measured fluorescence Pfl as a function of pump power P.
Solid line is a fit to the function of Pfl = kP/(1+P/Psat).
magnetic field along the [100] axis of the diamond where
the angle between the magnetic field and each NV axis is
θ = 54.7◦23,25.
According to Eq.(2) and Eq.(3), the temperature sensitivity
δT is limited by the resonant frequency resolution δ f of the
ground sub-levels transition, which is similar to the sensitiv-
ity of DC magnetic field measurement. The principle of the
magnetic field measurement has been well demonstrated26.
The sensitivity has been analyzed theoretically and exper-
imentally from Ramsey pulse sequences or pulsed-ODMR
measurement26–29. Although ultrahigh sensitivity can be
achieved by these techniques, the simplest way to detect an
external DC magnetic field with NV ensemble remains the
direct evaluation of ODMR30, especially in the fiber-based di-
amond sensing for practical application31,32. The shot-noise-
limited sensitivity of the ODMR measurement is linked to the
resonant frequency resolution δ f , which is read as
δ f ≈ PF ∆νC√I0 , (4)
where I0 is the rate of detected photons per unit of time, C is
the ODMR contrast associated to the dip of PL intensity, PF is
the parameter of the line shape and ∆ν is the linewidth26,27.
In the experiment, we first studied the conditions of the best
resonance frequency resolution of the ODMR signals, includ-
ing the laser power and microwave power21,22. The amount
of red fluorescence as a function of green light power was
measured, which is plotted in Fig.2, together with a fit of
the form Pfl = kP/(1+P/Psat)21. Then, by fixing the laser
light power P to 7 mW, we detected the ODMR signals with
different settings of the microwave power PMW, as shown in
Fig.3(a). Even in the absence of external magnetic field, the
local strain removes the degeneracy of the ground sublevels
ms =±1, giving rise to two well-resolved features in ODMR
spectra. We can clearly observed that the increasing of the
MW power leads to the broadening of the ODMR, as well as
the increasing contrast. From this set of measurements, the
resonant frequency resolution δ f as a function of microwave
power can be estimated using Eq.(4). An optimal resolution
δ f ≈ 710 √Hz can be obtained with a typical microwave
power PMW ≈ 30 dbm, as shown on Fig.3(b).
By keeping PMW fixed to 30 dbm, we experimentally mea-
sured the ODMR spectrum for pump laser power P ranging
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FIG. 3. Examples of ODMR signals and the resonant frequency res-
olution. (a) ODMR signals with different settings of the microwave
powers. The pump laser power was fixed to 7 mW. (b) The resonant
frequency resolution as a function of the microwave power. The red
and blue lines represent the electron transition |ms = 0〉↔ |ms =−1〉
and |ms = 0〉↔ |ms =+1〉, respectively. (c) ODMR signals with dif-
ferent settings of pump laser power. Microwave power was fixed to
30 dbm. (d) The resonant frequency resolution as a function of pump
laser power.
from 0 to 293 mW, as shown in Fig.3(c). The linewidths ex-
tracted from the spectra show a decrease with the increase
of pump power, dues to the effect of light-narrowing21. The
pump laser with increasing power heats the diamond at the
end of optical fiber, resulting in a shift of the spectra which
agrees with the measurement in earlier study12. Moreover, the
laser-heating effect further leads to a decreasing contrast33.
According to Eq.(4) for the resonant frequency resolution,
the best resolution δ f ≈ 87 √Hz was reached for microwave
power PMW = 30 dbm and light power P= 293 mW, as shown
in Fig.3(d). However, the resolution is expected to become
worse eventually for higher light power.
For NV-based temperature measurement, we first recorded
the ODMR spectra with the diamond at temperatures range
from 293 K to 373 K. To control the diamond’s temperature,
the diamond was mounted to a flexible resistive foil heater
(HT10K, Thorlabs). The heater and the resistive tempera-
ture detector were both controlled by a temperature controller
(TC200, Thorlabs) to achieve the temperature stability within
±0.1 K up to 373 K in an atmospheric environment. How-
ever, the laser heating can significantly affect the detection
accuracy of temperature. Firstly, we set the laser light power
to 7 mW rather than 293 mW. In this case, the temperature
of the diamond can be kept at room temperature, indicating
that the heating effect can be ignored and the local temper-
ature variation can be transferred to the quantum sensor. In
the measurement process, the ZFS parameter D was detected
as a function of temperature, which is plotted and fitted in
Fig.4(a). It shows a linear decrease with a slope of −74(1)
kHz/K. The optimal temperature sensitivity δT using Eq.(3)
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FIG. 4. The resonant frequency shifts resulting from the tempera-
ture. (a) The measured ZFS parameter D as a function of tempera-
ture ranging from room temperature to 373K in the absence of the
bias magnetic field. The red line is the theoretical fit with a function
from Refs.[34,35]. (b) The resonant frequency of the ODMR as a
function of the temperature of permanent magnet by keeping the dia-
mond with constant temperature. Both heating (red dots) and cooling
(cyan dots) processes were measured. With linear fit, the two slops
were estimated to be k1 = −155(2) kHz/K and k2 = 90(1)kHz/K,
respectively.
was estimated to be 9.4 mK/
√
Hz. However, the ZFS pa-
rameter D for NV center presents only a weak dependence on
temperature (a small ∂D(T )/∂T ). Moreover, the laser pump
power can not be set at a higher level for more photon counts.
Both of the these restrictions limit the further improvement of
the sensitivity.
On the other hand, NV centers have been confirmed to be
ultra-sensitive to external magnetic field36. Here, we demon-
strated another scheme to improve the sensitivity by convert-
ing the temperature variation to a magnetic field change11,33.
We applied a temperature-dependent magnetic field along the
[100] axis of diamond by a permanent magnet. Under the
conditions of the best resonance frequency resolution with the
highest photon rate from Fig3(d), the bulk diamond on the tip
of fiber was irradiated by laser with a constant power of 293
mW which kept the diamond with a constant temperature12,
T0 ≈ 400 K. With a heat insulation treatment, heating the per-
manent magnet will not induce the temperature shift of dia-
mond. In this case, the temperature variation was converted
to the magnetic field change which was detected by the NV
center through the ODMR measurement. In the experiment,
the ODMR measurement were carried out for temperatures
of the permanent magnet from 293 K to 373 K, and the cor-
relation between NV sublevels resonant transition frequency
ω± and temperature are shown in Fig.4(b). By linear fitting,
the two slops were estimated to be k1 =−155(2) kHz/K and
k2 = 90(1)kHz/K, respectively. Extracting the applied mag-
netic field B from Fig.4(b), the temperature coefficient α0
of permanent magnet was estimated to be −0.14(1)%/K by
Eq.(1). Moreover, the frequency shift induced by the magne-
tization of the permanent magnet is reversible when the tem-
perature is scanned back, as shown in Fig.4(b) with cyan dots,
which indicates the stability of this hybrid sensor11.
According to Eq.(1) and Eq.(3), both ∂B(T )/∂T and the
resonant frequency resolution δ f contribute to the tempera-
ture sensitivity δT . To achieve the best temperature sensitiv-
ity of this hybrid sensor, ∂B(T )/∂T ≈ α0B should be large
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FIG. 5. (a) Examples of ODMR with different settings of bias mag-
netic field B. (b) The resonant frequency extracted from (a) as a func-
tion of magnetic field B. Solid line is the fit using Eq.(2). (c) The es-
timated resonant frequency resolution δ f as a function of B. (d) Plot
of the temperature sensitivity with bias magnetic field. The optimal
sensitivity of this hybrid thermometer demonstrates an almost 6-fold
improvement compared with conventional technique with bare dia-
mond (dashed green line). (e) The temperature sensitivity enhance-
ment via the improvement of photon counts I0 and temperature coef-
ficient α0 of the permanent magnet.
and δ f should be the smallest. Fig.5(a) shows ODMR spectra
with different settings of magnetic field B and the extracted
electron spin transition frequencies are plotted in Fig.5(b).
However, the contrast of the ODMR signals significantly de-
creased with the increasing B since the magnetic field was not
along the NV axis23 exactly, which led to a low resonant fre-
quency resolution eventually, as shown in Fig.5(c). In this
case, there is an extremum point for a typical magnetic field
to obtain optimal temperature sensitivity. Given by Eq.(3),
the sensitivity δT as a function of magnetic field B is plot-
ted in Fig.5(d). The optimal sensitivity of 1.6 mK/
√
Hz was
reached for the magnetic field at the range of 40− 60 G. In
comparison with the result of the bare bulk diamond on the
tip of fiber, as shown in Fig.5(d), the sensitivity can be almost
improved by 6-fold of magnitude using the hybrid thermome-
ter. This scheme will become ultra-sensitive when the work-
ing temperature close to the magnetic phase transition point
of the permanent magnet for a large temperature coefficient
α011. However, it will narrow the working range.
In the experiment, the sensitivity was limited by the den-
sity of NV centers. The generating efficiency of NV center
ensemble is less than 1% for our diamond sample. And by
electron irradiation treatment, the density of NV center can be
enhanced more than 30 times37. With high-density NV en-
semble, the temperature sensitivity can be improved by a fac-
tor of
√
N27 when the collected PL signal is magnified by the
number N of the sensing spins, as shown in Fig.5(e) with blue
line. A micro-concave mirror on the tip of the fiber can fur-
ther improve the fluorescence excitation and collection38,39.
Moreover, a ferromagnetic material with higher temperature
coefficient of the magnetisation at room temperature, such as
vanadium oxide40 (α0 ≈ −0.8%/K) and Ni-Mn-Sn alloys41
(α0 ≈−1%/K), can also significantly enhance the sensitivity,
as shown in Fig.5(e) with red line. All of these methods can
boost temperature sensitivity of this hybrid thermometer to-
ward sub-0.1 mK/
√
Hz over a large temperature range.
In summary, we have demonstrated a fiber-based hybrid
thermometer with NV center ensembles in a bulk diamond.
Based on thermal-demagnetization effect, the permanent mag-
net was served as a transducer and amplifier of the local tem-
perature variation. We have achieved the temperature sensitiv-
ity of 1.6 mK/
√
Hz ranging from 293 K to 373 K. With fur-
ther improvement on the sensitivity, such a stable and compact
thermometer will be widely applied in physical, chemical, and
biological science and technology.
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